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4. INTRODUCTION

The goal of the research project, “Time-Resolved and Spectroscopic Three-Dimensional Optical
Breast Tomography,” is to develop a safe and affordable breast cancer detection modality that
uses noninvasive near-infrared (NIR) light for imaging, locating and diagnosing tumors in
human breast with high resolution and specificity. The research focuses on the development and
application of: (a) continuous wave (CW) and time-resolved experimental approaches for
probing the target using NIR light, and (b) image reconstruction and target localization
algorithms for obtaining target location and generating three-dimensional (3-D) tomographic
images.

Significant progress has been made in both the thrust areas during the reporting period (May 1,
2006 — April 30, 2007) covered by this report.

5.BODY
The tasks performed and the progresses made during the current reporting period are as follows:

e Use of optical tomographic imaging using independent component analysis (OPTICA)
developed during the first reporting period to image targets in ex vivo breast tissue
specimens,

e Extension of OPTICA for obtaining cross sectional image of targets in turbid media,

e Development of a forward model for scattered light intensity distribution in the
backscattering geometry; and

e Development of an approach for determination of light absorption and scattering
characteristics and anisotropy factor of a highly scattering medium using backscattered
circular polarized light.

We provide a brief outline of our accomplishments in these areas, and refer to appended
publications for detailed description where applicable.

5.1. Imaging and localization of fluorescent targets embedded in ex vivo breast tissue
specimen

We used the experimental arrangements™? that were set up and tested [Technical Objective
(TO) 1, Task 1] during the first reporting period and detailed in the first report® to carry out
imaging and localization measurements on realistic breast models assembled using ex vivo breast
tissues (TO 1, Task 2 and TO 2, Task 4). Fluorescent contrast agents and native fluorescence
have the potential to enhance contrast of tumors compared to the normal tissue. So, one of our
aims was to explore the feasibility of imaging and locating a fluorescent target inside the model
breast.

The ex vivo female breast tissue specimen was a 100 mm X 100 mm X 26 mm slab held
inside a transparent plastic box. The fluorescent target was a glass sphere (outer diameter ~4 mm
and inner diameter 3.2 mm) filled with a solution of indocyanine green (ICG) dye in water. The
water solution of ICG had an absorption coefficient of 11.5 cm™ at 784 nm, and fluoresced over
the 790-966 nm spectral range with a peak at 825 nm.



A 200-um optical fiber delivered a 784-nm, 300 mW continuous-wave beam from a diode
laser for sample illumination. The beam was collimated to a 1-mm spot onto the entrance face
(the “source plane’) of the slab sample. Multiple source illumination was realized in practice by
step scanning the slab samples across the laser beam in an 18 X 15 x-y array of grid points with a
step size of 2.5 mm using a computer controlled translation stage. The signal from the opposite
face of the sample (the ‘detection plane’) was passed through a narrow-band interference filter
centered at 830 nm (FWHM ~ 10 nm, 50% transmission) to block the scattered 784-nm pump
light. A camera lens collected the fraction of filtered fluorescence around 830 nm and projected
it onto the sensing element of a cooled 16-bit, 1024 x 1024-pixel charged couple device (CCD)
camera. Each illuminated pixel of the CCD camera could be regarded as a detector.

Each raw image was then cropped to select out the information-rich region, and binned to
enhance the signal-to-noise ratio. All the binned images corresponding to illumination of the grid
points in sequence were then stacked, and used as input for independent component analysis. The
details of the analysis method, theoretical formalism, target localization algorithm, and
experimental arrangement have been published,” and are presented in Appendix 1: “Three-
dimensional localization and cross section reconstruction of fluorescent targets in ex vivo breast
tissue using independent component analysis,” Appl. Phys. Lett. 89, 133902 (2006).

The key result is that the x-y-z location of the target was determined to be (30 mm, 27 mm,
15 mm), while the known position was (30 mm, 27 mm, 16 mm). The lateral position of the
target was determined exactly, while the axial position was determined to within 1 mm, which is
quite remarkable!

5.2. Extension of OPTICA for obtaining cross sectional image of targets in turbid
media

Another important development during the current reporting period has been the extension of
OPTICA to estimate the size and shape of the target (such as, tumor) inside the turbid medium
(such as, breast). OPTICA was initially developed? to obtain accurate three-dimensional
position information. The extension of the formalism to generate size and shape information
provides inverse image reconstruction ability (TO 3) and its application to targets inside realistic
human breast models (TO4, Task 9) is a crucial step towards in vivo breast imaging.

In this extension of OPTICA, the size and shape of the j-th target within the sample is
estimated from a back-projection of the signal due to the target from the detection plane onto the
target plane. Independent component analysis (ICA) provides an estimate of the contribution
Unmj(rq, Ij, @) of the j-th target to the overall signal Un(rq, rj, @) due to all the targets, where rq
and rj, are the positions of the detector plane and the j-th target respectively. The mathematical
formalism for obtaining the cross sectional image is summarized in Eq. (4) and Eqg. (5) of
Reference 1 (Appendix 1), which also provides examples of the application of the formalism to
realistic breast model (TO 4, Task 9).

The efficacy of the extended OPTICA formalism was tested in the experiment involving ex
vivo human breast tissue described in Section 5.1 above. The full width at half maximum height
(FWHM) of the fluorescent sphere was determined to be 4 mm along x and y coordinate axes
which agree with the known diameter of the fluorescent sphere target.



5. 3. Localization and cross section imaging of a tumor in a model breast sample

The OPTICA formalism along with its extension for obtaining cross section images was then
applied to a model human breast sample assembled using ex vivo breast tissues (TO1, Task 2; TO
4, Task 9). In this application the difference in light scattering characteristics of the tumor and
different breast tissue components was used for target detection. The details of the experimental
arrangement, theoretical formalism, and results are presented in Appendix 2: “Optical high
resolution cross section imaging of a human breast model using independent component analysis
in CW and time domain,” Proceedings of SPIE, VVol.6434, 643416 (2007).

The sample breast had a dimension of 42 mm X 33 mm X 30 mm. A tumor of dimension 5
mm X 5 mm X 3 mm was placed at the mid-plane of the breast sample. The sample was
illuminated in by CW 784 nm beam from a diode laser delivered by a 200-um optical fiber.
Multiple source illumination was realized by step scanning the sample in 2-mm steps over an
array of 22 X 16 grid points along the horizontal (x) and vertical (y) directions across the laser
beam. After optical measurements, the sample was transferred to our collaborators at the New
York Eye and Ear Infirmary for pathological study and correlation (TO2, Task 5).

The key results are as follows. (a) The location of the tumor was determined to within 1 mm
in all three dimensions (details in Fig. 2, Appendix 2); (b) the FWHM of the tumor is estimated to
be ~ 11 mm (details in Fig. 3, Appendix 2); (c) Two other structures with weaker scattering
coefficients were identified in the mid-plane of the sample. Since normal component of the
breast tissue specimen was mainly adipose tissue, we tentatively identified these two components
as the fibro-glandular tissues. Comparison with the pathology results further confirmed the
identity of the tumor and the fibro-glandular tissues.

5.4. Development of a forward model for scattered light intensity distribution in the
backscattering geometry

While the approaches highlighted above use experimental data in transillumination
geometry, an approach based on backscattering geometry will be advantageous for targets closer
to the input plane, and for obtaining depth location. We developed an analytical cumulant
solution of both the time-dependent scalar radiative transfer equation (SRTE), and the vector
radiative transfer equation (VRTE) in an infinite uniform medium.>® The solution of SRTE is
suitable for describing scattered photon density distribution for an arbitrary phase function as
long as it is a function of the scattering angle. The numerical results of light propagation from the
analytical solution are in a good agreement with that of Monte Carlo simulation.’

However, the SRTE cannot account for the polarization of the incident and scattered light
beams. Polarization is an important parameter and its evolution as a polarized beam of light
interacts with a scattering medium with embedded targets can provide useful imaging
information. To capitalize on the advantages that polarization has to offer, we used the analytical
solution of the VRTE to study the backscattering of circularly polarized light pulses from an
infinite uniform scattering medium as a function of the helicity of the incident light and size of
scatterers in the medium (TO3, Task 6). The formalism considers a polarized short pulse of light
incident on the scattering medium, uses the analytical cumulant solution of the VRTE with the
phase matrix obtained from the Mie theory to calculate the temporal profile of scattered
polarized photons for any position and any angle of detection. The details of the formalism,
results, and comparison with experimental results are presented in Appendix 3: “Analytical



cumulant solution of the vector radiative transfer equation investigates backscattering of
circularly polarized light from turbid media,”” Phys. Rev. E 74, 056605 (2006).

The results show that circularly polarized light of the same helicity dominates the
backscattered signal when scatterer size is larger than the wavelength of light. For the smaller
particle size, light of opposite helicity makes the dominant contribution to the backscattered
signal, as shown in Figure 1 in Appendix 3. The conclusion is in good agreement with
experimental results, as displayed in Fig. 6 of Appendix 3. The characteristic change of circular
polarization of backscattering light with size of scatterers may provide a new method to directly
determine microscopic size of scatterers which is useful for highlighting tumors from normal
tissues.

5.5. Determination of light absorption, scattering characteristics and anisotropy factor

We are developing a technique to determine scattering coefficient (), absorption coefficient
(1a), and anisotropy factor (g) of breast tissue specimens using backscattering of light of
different wavelengths (TO 2, Task 4). The approach involves illumination of the surface of the
specimen with circularly polarized light at an oblique angle of incidence (~70°) and measurement
of the backscattered co-polarized and cross-polarized light. From the backscattered diffuse
reflectance data the absorption coefficient (u), and the reduced scattering coefficient (i) are
determined at different wavelengths. The wavelength dependence of the reduced scattering
coefficient, u is used to extract the fractal dimension (Dj) of the specimen. The depolarized
diffuse reflection data and these three parameters are then used to extract the anisotropy factor
(9). The g-factor provides a useful probe of the size of the scatterers and serves as a fingerprint
for discriminating between normal and cancerous tissues. The approach may prove useful in
lumpectomy, where the surgeon looks for the margins of the tumor with high accuracy.

Details of the experimental method and approach to extract key parameters are presented in
Appendix 4: “Determination of light absorption, scattering and anisotropy factor of a highly
scattering medium using backscattered circular polarized light,” Proceedings of SPIE Vol. 6435,
64350J (2007).

6. KEY RESEARCH ACCOMPLISHMENTS

e Demonstrated the efficacy of Optical Tomography using Independent Component Analysis
(OPTICA) approach for detection, 3-D localization, and cross section imaging of a
fluorescent target in breast tissue specimens and model medium. (Appendix 1).

e The location of a tumor inside a realistic breast model composed of excised breast tissues
was determined with millimeter accuracy (Appendix 2).

e Developed a forward model for determining the backscattered polarized light intensity
distribution (Appendix 3).

e Developing a technique to determine scattering coefficient (1), absorption coefficient (1),
and anisotropy factor (g) of breast tissue specimens that has potential application in optical
biopsy, that is, for determining if the tissue specimen is normal or cancerous (Appendix 4).



7. REPORTABLE OUTCOMES
Ph. D. Thesis

M. Alrubaiee, the graduate student whose research was supported in part by this grant,
successfully defended his Ph. D. thesis entitled, “Time-resolved and Continuous Wave
Spectroscopic Imaging of Biological Media.”

Journal Articles

1. M. Alrubaiee, M. Xu, S. K. Gayen, and R. R. Alfano, “Three-dimensional localization and
cross section reconstruction of fluorescent targets in ex vivo breast tissue using independent
component analysis,” Appl. Phys. Lett. 89, 133902 (2006).

2. W. Cai, Xiaohui Ni, S. K. Gayen, and R. R. Alfano, “Analytical cumulant solution of the
vector radiative transfer equation investigates backscattering of circularly polarized light
from turbid media,” Phys. Rev. E 74, 056605 (2006).

Conference Proceedings

3. M. Xu, M. Alrubaiee, S. K. Gayen, and R. R. Alfano, “Optical high resolution cross section
imaging of a human breast model using independent component analysis in CW and time
domain.” Proceedings of SPIE, VVol.6434, 643416 (2007).

4. M. Xu, M. Alrubaiee, S. K. Gayen, and R. R. Alfano, “Determination of light absorption,
scattering and anisotropy factor of a highly scattering medium using backscattered circular
polarized light.” Proceedings of SPIE Vol. 6435, 64350J (2007).

Presentations

1. M. Xu, M. Alrubaiee, S. K. Gayen, and R. R. Alfano, “Optical high resolution cross section
imaging of a human breast model using independent component analysis in CW and time
domain.” Paper 6934-42 presented at Conference 6934: Optical Tomography and
Spectroscopy of Tissue VII of SPIE’s BiOS 2007/ Photonics West, January 20-25, 2007,
San Jose, California.

2. M. Xu, M. Alrubaiee, S. K. Gayen, and R. R. Alfano, “Determination of light absorption,
scattering and anisotropy factor of a highly scattering medium using backscattered circular
polarized light.” Paper 6935-18 presented at Conference 6435: Optical Interactions with
Tissue and Cells XVIII of SPIE’s BiOS 2007/ Photonics West, January 20-25, 2007, San
Jose, California.

3. M. Xu, M. Alrubaiee, S. K. Gayen and R. R. Alfano, “Optical high resolution cross section
imaging of human breast using independent component analysis.” Presented at the 5"
Inter-Institute Workshop on Optical Diagnostic Imaging from Bench to Bedside at the
National Institutes of Health, 25-27 September 2006, Bethesda, Maryland, USA.

8. CONCLUSION

The work carried out during this reporting period shows the potential for detection and three-
dimensional localization of targets (including tumor) within a turbid medium (including model
breasts formed with ex vivo tissues) with significant accuracy based on the differences in the



scattering, absorption, and fluorescence characteristics of the target (e.g., tumor) and the
intervening medium (e.g., normal breast tissue).

“So What Section”

e The completion of the Ph. D thesis by the graduate student supported by the grant is
important since it adds another scientist to the ongoing struggle against cancer.

e A recent study involving 35,319 patients underscores the influence of primary tumor location
on breast cancer prognosis, and makes it imperative that breast cancer detection modalities
obtain three dimensional (3-D) location of the tumor relative to the axilla.? The current work
is an important development in obtaining noninvasive 3-D location of a tumor within the
breast.

e The applicability of OPTICA for scattering, absorptive, and fluorescent targets makes it
versatile since all three phenomena may be used for contrast enhancement between the tumor
and normal breast tissues. Fluorescence-based detection may require use of contrast agents,
such as, molecular beacons.

e Three-dimensional target localization will enable closer probing of a smaller volume around
of the target providing more details since smaller pixel size could be used without increasing
the computation time (as a smaller volume will be probed).

e Further development of the OPTICA, and the development of the oblique angle
backscattering have potential application in lumpectomy, where the surgeon looks for the
margins of the tumor with high accuracy.

e What is more important, the work accomplished so far prepares us for the next step, in vivo
optical breast imaging involving volunteers.
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APPLIED PHYSICS LETTERS 89, 133902 (2006)

Localization and cross section reconstruction of fluorescent targets in ex
vivo breast tissue using independent component analysis

M. Alrubaiee,® M. Xu, S. K. Gayen, and R. R. Alfano
Institute for Ultrafast Spectroscopy and Lasers, Physics Department, The City College of New York of the
City University of New York, 138th Street, Convent Avenue, New York, New York 10031

(Received 21 February 2006; accepted 24 July 2006; published online 27 September 2006)

An information theory based approach is introduced for the detection and three-dimensional
localization of fluorescent targets embedded in a turbid medium. The approach uses multisource
illumination of the medium, multidetector transillumination acquisition of fluorescence signal,
independent component analysis for target detection and localization, and a back-projection
algorithm for reconstruction of target cross section. The efficacy of the approach is demonstrated by
locating and estimating the cross section of a fluorescent target embedded in a 100X 100
X 26 mm® ex vivo human breast tissue specimen and in a tissue-simulating turbid medium of
thickness 50 times the transport mean free path. © 2006 American Institute of Physics.

[DOLI: 10.1063/1.2356024]

Development of optical fluorescence tomography is of
interest for cancer detection and diagnosis.l_4 The recent ad-
vent of fluorescence beacons and contrast agents with the
ability to attach themselves to desired abnormal cells or
organelles enhances the target specificity and diagnostic po-
tential of fluorescence based optical imaging approaches.
Determination of accurate location of targets embedded in a
turbid medium remains a formidable task for both direct im-
aging and inverse image reconstruction approaches and for
all types of targets—fluorescent, absorptive, and
scattermg ' We have introduced an approach, known as
optical tomography using independent component analysis
(OPTICA), that enables more accurate determination of tar-
get location in turbid media than existing optical
methods.'>"* Tt uses multisource optical probing of the
sample, multidetector acquisition of transmitted signal, and
independent component analysis14 of information theory to
analyze the signal for three-dimensional (3D) localization
and characterization of the target. The efficacy of OPTICA
for locating small absorptive and scatterln% targets embedded
in turbid media has been demonstrated."""> In this letter,
OPTICA formalism is extended for fluorescent targets, and
its efficacy is tested by obtaining 3D location and cross sec-
tional image of a fluorescent target in an ex vivo human
breast tissue sample and in a tissue-simulating turbid me-
dium from experimental data.

The theoretical formalism for fluorescence OPTICA is
based on the premise that the spatial distribution of the light
intensity at the exit boundary of the medium is a weighted
mixture of signals arriving from the fluorescent targets
(“sources”) embedded in the medium:

x(rgry) = E (rg)s;(ry). (1)

where a;(r,) is the mixing vector and a;(r,)s;(r,) represents
the contribution of the jth target to the fluorescent signal at
the detector plane for illumination of the source plane at r,.
Independent component analysis assumes that these fluores-
cent sources are independent, treats the problem of detecting
those as a source separation problem, and obtains a; and s;

“Electronic mail: malrub@sci.ccny.cuny.edu

0003-6951/2006/89(13)/133902/3/$23.00

89, 133902-1

. : . s 12,14
by seeking maximal mutual independence between s;’s.

Light propagation in a highly scattering medium with an
embedded fluorescent target excited by an external light
source is approximately described by coupled diffusion
equations at the excitation and emission wavelengths. .17
The fluorescence signal U, (r;,r,,w) can be expressed in
terms of the two Green’s functions G, (r,r,,®) and
G,,(r;,r, ) describing light propagation from the excitation
source at r, to the fluorescent target at r at the excitation
wavelength A\, and the light propagation from the target to
the detector at r,; at the emission wavelength A,,,. In this letter
we report on slab samples Consequently, Green s functions
for a slab geometry ¥ under the diffusion approximation of
the equation of radiative transfer are used.

Assuming that the jth fluorescent target is contained in
volume V; centered at r;, the fluorescence signal under exci-
tation by a unit point source at r, is given by

J
Um(rd7rs?w) = E Gm(rd’ rjv w)fj(w)Gx(rﬁrs?w)’ (2)
J=1
where fi(w)=yr;)cV;/[1-iw(r;)] represents the fluores-
cence signal strength of the jth target, v is the fluorescent
yield, c is the speed of light in medium, 7 is the fluorescence
lifetime, and w is the angular modulation frequency of the
excitation light intensity.
Both the location and the strength of the jth target can be
computed by using a least square fitting procedure:

mm{Ehxs&)cuer+EU? (t2)

B r

—%mwﬂ, 3)

s

where s;(r,) = G,(r;,r;,w) and a;(r,) = G,(r,,r;, w). The fit-
ting yields the location r; of and the two scaling constants «;
and B; for the jth target. The fluorescence strength then is

fi=a;B.

The size and shape of the jth target can be estimated
from a back projection of U, (r;,r;,w) from the detection
plane onto the “target plane, ”11 e., z=z; plane. The fluores-
cence signal from the jth target is approximated by

© 2006 American Institute of Physics
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Umj(rd’ r, w) = f Gm(pd - P w)X](P)Gx(P — Ps> w)dp9

(4)

where the integration is over the z=z; plane and p; and p, are
the lateral coordinates of the detector and the source, respec-
tively. In the Fourier space, X;(q) can be obtained from Eq.
(4) as

Un(d4-4595 @)
Gm(q - qs’ w)Gi(qs’ w) |

Xi(q) = (5)
where q and q, are the spatial frequencies on the x-y plane
and * denotes complex conjugate. The inverse Fourier trans-
forms of X;(q) yield the cross sectional image of the fluores-
cent target in the z=z; plane. The full width at half maximum
(FWHM) of the cross sectional image provides an estimate
of the real target size. The cross sectional image is a two-
dimensional (2D) distribution of the fluorescent object at the
target plane.

The experimental arrangement to test the fluorescence
OPTICA approach is shown schematically in Fig. 1(a). The
fluorescent target was a glass sphere (outer diameter of
~4 mm and inner diameter of 3.2 mm) filled with a solution
of indocyanine green (ICG) in water. The water solution of
ICG had an absorption coefficient of 11.5 cm™' at 784 nm
and fluoresced over the 790-966 nm spectral range with a
peak at 825 nm. The sphere was placed inside a 100X 100
X 26 mm? slab of ex vivo female breast tissue specimen con-
tained in a transparent plastic box. One of the sides of the
box could be moved to uniformly compress and hold the
tissue specimen in position. The breast tissue specimen con-
sisted primarily of adipose tissue with small amount of skin
and was provided to us by the National Disease Research
Interchange under an Internal Review Board approval at the
City College of New York. In another experiment to test if
the approach could locate a target inside an average-size hu-
man female breast, the sphere was placed inside a 250
X 250 50 mm? transparent plastic cell filled with Intralipid-
10% suspension in water. The concentration of Intralipid-
10% was adjusted to provide transport lengths /, of ~1 mm
at 784 nm and 1.1 mm at 830 nm, which are within the re-
ported range of values for healthy human breast tissues."”

A 200 um optical fiber delivered a 784 nm, 300 mW
continuous-wave beam from a diode laser for sample illumi-
nation. The beam was collimated to a 1 mm spot onto the
entrance face (henceforth referred to as the “source plane”)
of the slab samples. Multiple source illumination was real-
ized in practice by step scanning the slab samples across the
laser beam in an x-y array of grid points using a computer
controlled translation stage. The x-y array was 18X 15 for
the tissue sample and 10X 10 for the Intralipid-10% sample,
with a step size of 2.5 mm for both the cases. The signal
from the opposite face of the sample (henceforth referred to
as the “detection plane”) was passed through a narrow-band
interference filter centered at 830 nm (FWHM ~10 nm, 50%
transmission) to block the scattered 784 nm pump light. A
camera lens collected the fraction of filtered fluorescence
around 830 nm and projected it onto the sensing element of a
cooled 16 bit, 1024 X 1024 pixel charged couple device
(CCD) camera. Each illuminated pixel of the CCD camera
could be regarded as a detector. For illumination of every
scanned point on the source plane, the CCD camera recorded
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FIG. 1. (a) Schematic diagram of the experimental arrangement (CCD
=charge coupled device camera, F=filter, PC=personal computer). (b) An
expanded view of the sample input (source) plane and exit (detection) plane
showing the grid points in the x-y plane. (c) A photograph of the exit face of
the tissue sample. (d) Absorption and fluorescence spectra of the ICG dye
solution in water. (e) A typical raw CCD image of the detection plane and
how it is cropped and binned for analysis.

the diffusely transmitted 2D fluorescence intensity pattern on
the detection plane. A second scan to estimate the average
value of k=\3u,u. (Where u, and u/ are the absorption and
scattering coefficients, respectively) of the background me-
dium used a short-pass filter at 750 nm to block the fluores-

30 60

%y (mm)

FIG. 2. OPTICA generated fluorescence intensity distribution on (a) the
detector and (b) the source planes. [(c) and (d)] Green’s function fits to the
horizontal spatial profiles through the centers of intensity distributions in (a)
and (b), respectively. (e) Cross sectional image at the z=z; plane. (f) Spatial
profiles of the cross sectional image along the x and y directions shown by
the white lines in (e).
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TABLE I. Comparison of known positions and sizes of the target with OPTICA-determined values.

Known position
(x, y, z) (mm)

Samples

Profile FWHM*
(Ax, Ay) (mm)

Observed position
(x, , z) (mm)

Breast tissue ex vivo
Intralipid-10% in water

(30, 27, 15)
(115, 115, 15)

(30, 27, 16) 4. 4)
(115, 115, 16) (12, 12)

“The FWHM values should be compared with the inner diameter of 3.2 mm of the sphere.

cence signal and admit a very small fraction of the transmit-
ted excitation light.

Figure 1(b) shows a photograph of the exit surface of the
tissue sample. Figure 1(c) presents a typical 2D raw image
(fluorescence intensity distribution) of the detection plane
recorded by the CCD camera for illumination of a grid point
in the source plane. Each raw image is then cropped to select
out the information-rich region and binned to enhance the
signal-to-noise ratio. All the binned images corresponding to
illumination of the grid points in sequence are then stacked
and used as input for independent component analysis.

Figures 2(a) and 2(b) present the OPTICA generated in-
tensity distributions on the detector and source planes, re-
spectively, of the tissue sample. The corresponding Green’s
function fits to horizontal profile through the center of inten-
sity distributions are shown in Figs. 2(c) and 2(d), respec-
tively. The (x,y,z) location of the target center obtained from
this analysis is displayed in Table I. The lateral positions
(x,y) agree completely, and the axial position agrees within
1 mm of the known values. The cross sectional image ob-
tained using back-projection Fourier transforms in Eq. (5), is
shown in Fig. 2(e). Figure 2(f) shows intensity profiles of the
cross sectional image along the x and y directions shown by
the white dotted lines in Fig. 2(e). The FWHM values of
intensity profiles of the cross sectional image, presented in
column 4 of Table I, are 4 mm, in good agreement with the
known 3.2 mm inner diameter of the fluorescent sphere.

The results of measurements on the same fluorescent
sphere embedded in Intralipid-10% suspension in water are
also summarized in Table I. Again the lateral positions are in
exact agreement, while the axial position agrees within
1 mm. However, the FWHM values of the intensity profiles
of the cross sectional image are estimated to be 12 mm each,
which is 3.7 times the 3.2 mm inner diameter of the sphere.
We attribute this difference primarily to the much larger
thickness (507,) of the Intralipid-10% sample than that of the
tissue sample (261,). Spatial resolution decreases rapidly with
sample thickness (for the same axial target position) because
of the diffuse nature of light propagation through a highly
scattering medium. Since the transport lengths (/,) were com-
parable and the target was located 15 mm from the source
plane for both the samples, the target-detector plane distance
in Intralipid-10% sample was more than three times larger
than that in the tissue sample, which in turn led to a much
higher estimate for the target size. As the incident beam
power was limited to 300 mW for both the samples, higher
optical thickness resulted in much lower fluorescence signal-
to-noise ratio for the Intralipid-10% sample, which in turn
contributed to a higher estimate of the target cross section.
Substantial improvements in target size estimate are ex-
pected if an intensified CCD camera for higher sensitivity,
and more incident beam powers are used.

It should be noted that multisource measurements,
though crucial for detection of multiple targets, might not be
needed for a single target, since the position of the target
determines the normalized fluorescence intensity distribu-
tion. However, multisource measurements help reduce the
deleterious effects of noise and inaccuracy in the estimation
of optical properties of the medium and provide better as-
sessment of 3D location even in the case of a single target.

The simpler but important case involving a single target
(e.g., a tumor in the breast) was chosen for experimental
demonstration. In simulation the approach could locate three
targets with one target ~20/, behind another in a ~50I, thick
turbid medium. Localization of even more targets is possible
and will be presented along with experimental results in a
future publication.

In summary, OPTICA can provide rather accurate 3D
location of a fluorescent target in a turbid medium and an
estimate of its cross section.

This work is supported in part by PSC-CUNY, U.S.
Army Medical Research and Materials Command (Grant No.
W81XWH-04-1-0461), and NASA COSI program. The au-
thors acknowledge Merlin Brito, David Matten, and Imtiaz
Tanveer for technical support.
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ABSTRACT

Optical imaging using independent component analysis (OPTICA) is enhanced to provide a high resolution cross section
imaging of objects in a turbid medium by a backprojection technique. The performance is demonstrated by imaging a
human breast model made of ex vivo human breast tissues. Cancerous site of 5mm size is detected at the midplane of the
33mm thick breast model. The reconstructed cross section image compares favorably with pathology findings.

Keywords: optical imaging, independent component analysis, cross section, human breast

1. INTRODUCTION

Biomedical diffuse optical tomography (DOT) has received significant attention and development in the past two decades
and has been applied to image, such as, human breast, infant brain and joints. The state of art diffuse optical tomography
currently relies on an iterative image reconstruction approach to construct the optical properties of the interior of the
medium. This approach is computationally demanding yet provides limited spatial resolution. ! Reconstruction of images
with adequate spatial resolution and accurate |ocalization and characterization of the inhomogeneitiesremain aformidable
task.

An dternative optical imaging approach is optical imaging using independent component analysis (OPTICA). The
principle of OPTICA istofirst sort out the signal dueto individual inhomogeneity and then perform three dimensional (3D)
localization and characterization for each inhomogeneity, using a massive data set generated by amulti-sourceillumination
and multi-detector signal acquisition scheme. Independent component analysis has been extensively applied in fields such
as Electroencephal ogram (EEG) and functional MRI (fMRI) and shown effective in separating signals from different brain
activity centers. Our previous work has shown that such an approach significantly improves the sensitivity to small/weak
absorptive, scattering and/or fluorescence inhomogeneities and can achieve a 3D localization of the target with error less
than 1mm.

In this paper, we report on a back projection method to obtain high-resolution cross-section images of targets inside
highly scattering media, enhancing OPTICA. We demonstrate the performance of OPTICA by imaging a42 x 30 x 33mm 3
model human breast assembled using ex vivo breast tissues. A 5 x 5 x 3mm? tumor was placed at the midplane. OPTICA
located the tumor within ~ 1mm of its known position. It aso identified a 10mm low scattering structure at midplane, and
a3mm low scattering structure near the surface. Subsequent pathological analysis confirmed the tumor, and identified the
other two structures as glandular breast tissues. The reconstructed cross section images and optical properties of the targets
were consistent with pathology findings.

Optical Tomography and Spectroscopy of Tissue VII
edited by Britton Chance, Robert R. Alfano, Bruce Jason Tromberg, Mamoru Tamura, Eva Marie Sevick-Muraca
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2. THEORETICAL FORMALISM OF OPTICAL IMAGING USING INDEPENDENT COMPONENT
ANALYSIS

The presence of optical inhomogeneitiesinside a turbid medium perturbs the intensity of emergent light from the medium
under illumination by a probing beam. In the diffusion approximation, the change of the light intensity on the boundary of
the specimen due to absorptive and scattering objects (inhomogeneities) can be written as; 23

—Al(rq,rs) = /d3r5ua(r)cG(rd,r)G(r,rs) + /d3r5D(r)chG(rd,r) - V,G(r,r5) (1)

to the first order of Born approximation* when illuminated by a point source of unit power, where r, and r, are the
positions of the probing source and the light detector on the boundary, dp o(r) = pa(r) — pa, @nd 6D(xr) = D(r) — Dg
are the differencesin absorption coefficient and diffusion coefficient, respectively, between the inhomogeneity at r and the
background, ¢ is the speed of light in the medium, and G(r,r’) is the Green's function describing light propagation from
r’ to r inside the background turbid medium of absorption and diffusion coefficients 1 o, and Dy.

OPTICA assumes each inhomogeneity within the scattering medium to be a virtual source and express the change of
the light intensity on the boundary of the specimen as:

—AlI(rg,rs) ZaJ rq)s;(rs) 2

where s;(r,) represents the j-th inhomogeneity illuminated by the incident wave at r 5, and a; (r4) is the weighting matrix
describing the propagation of light from the j-th inhomogeneity to the detector at r ;. Each absorptive inhomogeneity
contributes one term in Eq. (2) and each scattering inhomogeneity contributes three termsin Eq. (2). The detected change
of the light intensity (2) is hence a linear mixture of signals where a ; and s; can now be interpreted as the j-th weighting
matrix and virtual source, respectively. Owing to the statistical independence between these virtual sources, independent
component analysis of —AI will yield alist of independent components and recover both a ; and s;. The number of the
leading independent components gives the number of objects. Thelocation and characterization of thej-th target is obtained
from the analysis of the retrieved independent component (s ; and a;) which relates directly to the source-to-object and
object-to-detector Green’sfunctions G(r j, rs) and G(rg4, r;) and the optical property of the target wherer ; isthe position
of the j-th object.> 8

For aslab geometry investigated here, there are three virtual sources of specific patterns (one centrosymmetric and two
dumbbell-shaped) associated with one scattering inhomogeneity, whereas only one centrosymmetric virtual sourceis asso-
ciated with one absorptive inhomogeneity. Among the three virtual sources associated with one scattering inhomogeneity,
the centrosymmetric virtual source is the easiest to detect. The centrosymmetric virtual source and the corresponding
weighting matrix are s; o« G(r;,rs) ad a; < G(rg,r;), and s; o %—f(rj, rg) and a; %—f (rq,r;), respectively, for
absorptive and scattering inhomogeneities. A simple least square fitting of the centrosymmetric component, such as

min {Z [aj_lsj(rs) — G(rj,1,)] 24 Z (rd,rj)f} . (3

rj,a;,B;

for the absorptive object, can be used to yield the 3D location r; and the strength «; 3; of the target. When a prior
knowledge about the property of the target is not available, Eq. (3) can still be used to estimate the 3D location of the target
regardless absorption or scattering property of the target since % (r;,1,) ~ —kG(r;,1,) and 2% (ry, ;) ~ —kG(rq, ;)
where k = \/(pia, — iw/c)/ Do chosen to have a nonnegative real part with w the modulatlon frequency of the incident
wave.

The signal of the j-th target issimply givenby —AI; = a;(rq)s;(rs). Onthe other hand, the centrosymmetric signal
of the j-th target can be approximately expressed as adouble convolution in the form of

~AL(ear) = [ Gpa = po2a )X ()G (P — pusy,22)dp @
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Figure 2. Independent light intensity distributions on the detector plane obtained by OPTICA for the cancer site. The cancer site (C)
was found at a depth of 14.8mm.

4. RESULTS

A typical raw image measured on the detector plane at one scanning position is shown in the inset of Fig. 1. The average
of all the 22 x 16 images was used to obtain the optical property of the background medium. The absorption coefficient
of the background medium is found to be ;, = 0.0039mm~" assuming the transport mean free path [; = 1mm. Each
raw image s first cropped to retain the region within the window of 42 x 30mm 2 over which image reconstruction would
be performed, and binned to enhance the signal-to-noise ratio. All the binned images corresponding to illumination of the
grid pointsin sequence were then stacked, and used as input for independent component analysis.

The independent light intensity distributions obtained by OPTICA isdisplayed in Fig. 2. The cancer site was found at
the depth of 14.8mm from fitting the independent light intensity distribution to the background Green’s function.

The back-projection of the detected signal for the cancer site (C) produced its cross section images at the depth of
14.8mm in Fig. 3. The corresponding profile along the horizontal direction is displayed on the right for the target. The
cancer site is estimated to be 11mm in size and it scatters light more strongly. Representative histology of the site is
displayed as the inset.

The investigated ex vivo breast sample contained minimal amount of blood and hence the reconstructed images s for
the scattering property of the sample. The change of 1/, for the targets can further be estimated from the reconstructed
independent component (s; and a;) for the site. It was found site C has enhanced scattering compared to the background
(mainly adipose tissue). Subsequent pathological analysis confirmed the site C as tumor.

5. DISCUSSION

The nature of the inhomogeneity (either absorptive or scattering or mixed) can be discovered by OPTICA with CW mea-
surement when the signal to noiseratioishigh.% 7 When the signal to noiseratiois not favorable, the recovered independent
component will be due to both absorption and scattering perturbations at the site of theinhomogeneity. The strength of the
inhomogeneity will be proportional to 641, + k20D = 64 + (ftay — iw/c)d D/ Dyo. Thisprovidesavery simple approach to
discriminate absorption vs scattering if multiple modulation frequencies w are available. The capability of OPTICA sepa-
rating absorption from scattering inhomogeneities can be significantly improved with atime-domain or frequency domain
measurement.
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Analytical cumulant solution of the vector radiative transfer equation investigates backscattering

of circularly polarized light from turbid media
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The backscattering of circularly polarized light pulses from an infinite uniform scattering medium is studied
as a function of helicity of the incident light and size of scatterers in the medium. The approach considers a
polarized short pulse of light incident on the scattering medium, and uses an analytical cuamulant solution of the
vector radiative transfer equation with the phase matrix obtained from the Mie theory to calculate the temporal
profile of scattered polarized photons for any position and any angle of detection. The general expression for
the scattered photon distribution function is an expansion in spatial cumulants up to an arbitrary high order.
Truncating the expansion at the second-order cumulant, a Gaussian analytical approximate expression for the
temporal profile of scattered polarized photons is obtained, whose average center position and half width are
always exact. The components of scattered light copolarized and cross polarized with that of the incident light
can be calculated and used for determining the degree of polarization of the scattered light. The results show
that circularly polarized light of the same helicity dominates the backscattered signal when scatterer size is
larger than the wavelength of light. For the scatterers smaller than the wavelength, the light of opposite helicity
makes the dominant contribution to the backscattered signal. The theoretical estimates are in good agreement

with our experimental results.

DOI: 10.1103/PhysRevE.74.056605

I. INTRODUCTION

The recent increased interest in the study [1-12] of polar-
ized light propagation through turbid media derives from a
variety of practical applications. Polarized light multiple
scattered from a turbid medium carries information about the
medium interior [ 13] such as, particle size and concentration,
size distribution, and refractive index variation, which can be
useful for biomedical imaging [13-15], endoscopic evalua-
tion of biological tissues [16], investigation of biological cell
differentiation [17,18], flow cytometry [18,19], lidar-based
remote sensing of the atmospheric cloud, aerosol fog and
smog [20,21], and imaging of targets in shallow coastal wa-
ter [22]. Polarization-sensitive imaging has been demon-
strated to enhance image contrast of targets embedded in
turbid media [14,23].

In particular, it has been observed that for circularly po-
larized light, randomization of its polarization requires more
scattering events than the randomization of its direction
[23-27,6,9]. An important consequence of this “polarization
memory” [25] is higher resolution and contrast of transillu-
mination images recorded with copolarized light than those
recorded with unpolarized or cross-polarized light. Another
interesting feature is the dependence of the intensity of the
backscattered copolarized and cross-polarized light on the
size of the scatterers in the medium [23]. The backscattered
light is dominated by light of helicity opposite to that of the
incident light if the size of the scatterers is smaller than the
wavelength of light. The light of the same helicity dominates
when scatterers are larger than the light wavelength. These
results have important consequences in the design consider-
ations of imaging systems using backscattered light such as,
endoscopic systems. All these developments make it impera-

1539-3755/2006/74(5)/056605(11)
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tive that theoretical formalisms be developed to provide a
quantitative explanation of the experimental results, and
guidance for the design of imaging systems using polarized
light.

Theoretical studies of polarized light propagation through
a scattering medium commonly starts with the vector radia-
tive transfer equation (VRTE) [1], and because of the inher-
ent complexity of the problem, a limited number of studies
are available to date. A majority of these studies focused on
developing numerical solutions of the VRTE. Ishimaru and
co-workers first investigated the propagation of continuous
wave (CW), polarized wave normally incident on a medium
with discrete scatterers using discrete ordinate methods to
solve VRTE [2,3]. More recently, they extended the formal-
ism to numerically solve the time-dependent VRTE to ac-
count for the propagation of polarized pulses [4]. Kim and
Moscoso studied the propagation of a linearly polarized or
circularly polarized continuous plane wave normally incident
on a plane-parallel medium containing a random distribution
of dielectric spheres, and numerically solved the one-
dimensional VRTE using a Chebyshev spectral method [5].
The approach was subsequently modified to study the back-
scattering of circularly polarized plane-wave pulses [6]. Val-
lion et al. [7] used a vector Monte Carlo method to study
polarized light transport through a semitransparent medium
filled with scattering particles. Jiang er al. [8] developed a
multilayer radiative transfer model that takes into account
the state of polarization using the doubling-adding method
for passive atmospheric remote sensing applications. More
recently, Sakami and Dogariu [9] investigated the propaga-
tion of a polarized plane-wave pulse incident at any angle in
a random medium using the discrete-ordinates method to

©2006 The American Physical Society
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solve the VRTE, and used an angular analysis to obtain de-
tails of the polarization flip of circular polarized light. The
problem of light scattering and radiative transfer in scattering
media and its application to geophysical optics, image trans-
fer, remote sensing, and inverse problems are discussed in
the monograph by Kokhanovsky [10].

In this paper, we use the analytical solution of the time-
dependent VRTE to compute backscattering of circularly po-
larized light in an infinite uniform scattering medium. It
builds on the analytical cumulant approach for solving the
time-dependent radiative transfer equation in an infinite uni-
form medium that we developed [28—30]. In this approach an
arbitrary phase function, as long as it is a function of scat-
tering angle, can be treated. We have derived the exact ex-
pression of spatial cumulants of photon distribution at any
angle and any time, up to an arbitrary high order. The exact
first spatial cumulant represents the center of the distribution
and the exact second spatial cumulant represents the width of
the distribution. The method of the analytical cumulant solu-
tion for the scalar radiative transfer equation can be extended
to the vector (polarized) case [31]. In the analytical solution
of VRTE, a transform to the circular representation from the
Stokes representation of polarization is introduced, and the
generalized spherical functions are used for angular expan-
sion, instead of the standard spherical functions for solving
the scalar radiative transfer equation. The expressions for the
exact first and second spatial cumulants of polarized compo-
nents as functions of angle s and time ¢ is derived. Then,
intensity of the polarized light is presented by a Gaussian
spatial distribution. We apply this method to calculate the
backscattering of circular polarized light in a scattering me-
dium. The results show that circularly polarized light of the
same helicity dominates the backscattered signal when scat-
terer size is larger than the wavelength of light. For the scat-
terers smaller than the wavelength, light of opposite helicity
makes the dominant contribution to the backscattered signal.
The theoretical conclusion is in good agreement with our
experimental results [23].

The paper is organized as follows. In Sec. II we review
the analytical solution of VRTE. In Sec. III, the numerical
results are presented and are compared with experiments.
Section IV is devoted to discussion and conclusion.

II. THEORETICAL FORMALISM

A. Polarized components of light

In the Stokes polarization representation [32] (SP), the
polarized light is described by I5?=[1,Q,U,V]. The polar-
ized components of distribution we will study are the parallel
component [;=(I+Q)/2, the perpendicular component I,
=(I-Q)/2, the right-circular component Ip=(/+V)/2, and
the left-circular component I; =(/-V)/2, since these quanti-
ties are positive definite, and are experimentally measurable.

The vector radiative transfer equation for the polarized
photon distribution function I(r,s,#) in an infinite uniform
medium, illuminated by a point light source providing short
pulse, I98(r—ry) 8(s—s,) 8(t—0) is given by [33]

PHYSICAL REVIEW E 74, 056605 (2006)

J(r,s,0)/dt + cs - V I(r,s,1) + pI(r,s,1)
= ,usfP(s,S’)[I(r,S’,t) - I(r,s,7)]ds’

+I(°)5(r—r0)5(s—s0)b(t—0), (1)

where vector I(r,s, ) has four polarization components, ¢ is
the light speed in the medium, w, is the scattering rate, w, is
the absorption rate, and P(s,s’) is the 4 X 4 phase matrix. A
meridian plane parallel to the z axis and the light direction s,
is used as a plane of reference for the description of the
polarization state. In SP the components Q,U vary with the
rotation of the reference plane around the light propagation
direction. With a rotation of reference plane through an angle
a=0 (in the counterclockwise direction, when looking in the
direction of propagation) IS varies as (I')S’=L(a)I’?,
where L(a) is given by

1 0 0 0
0 cos2a sin2a O
L(a)= . . (2)
0 —-sin2a cos2a 0O
0 0 0 1

When light propagates along the z direction, Q, U vary with
the change of the azimuthal angle ¢.
The phase matrix in the fixed coordinates is given by:

P(s,s') =L(7m— x)P(cos ®)L(- x'), (3)

where © is the angle between light rays before and after
scattering in the scattering plane, and the matrices L(—x")
and L(7—y) are those required to rotate meridian planes
before and after scattering onto a local scattering plane. The
intrinsic property of a scattering mechanism is described by
the 4 X 4 scattering function P(cos ©), which is assumed to
depend only on cos ®=s-s’. It is convenient to use a repre-
sentation of the polarized light in which L(«) is diagonal,
rather than Eq. (2). A circular polarization representation
(CP), first proposed by Kuser and Ribari¢ [34] and pre-
sented by Hovenier and van der Mee [35], is I¢¥
=[1,,1y,1_o,1_5], where I,y=(I+V)/2, I_y=(I-V)/2, I,=(Q
+iU)/2, and 1_,=(Q-iU)/2, or I’=TI®", with

0 0
1

N | —
o () ~.
—_ O

-1 -
-i 0 0

S = = O

1

0
and T™' =

0

1

—_— O O =
|
—_
-

(4)

In CP a rotation of the reference plane through an angle «
around the light direction causes I,iP to be multiplied by
exp(—ima), m=2,0,0,-2. Notice that [, and I_, actually
have the same rotational property. For the phase matrix,
transform between two representations is P¢"=TP5"T~!.

In CP it is convenient to expand the phase matrix PP
using the generalized spherical functions (GSF). The gener-
alized spherical functions P! () are related to the d’ (8)
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in the angular momentum theory [36] by P .(B)

=(i)’”‘”d’ .(B). In the Appendix, the expressions for dmn(ﬁ)
are presented.

B. Phase matrix using Mie theory

Elements of the CP phase matrix in the scattering plane,
PEP(cos ©) can be expanded by GSF;

Py 1(cos ) = —2 PP rn(c0s ©), &)

[). The coeffi-
cients pmn provide a description of the scatterlng mechanism.
In most useful cases, the coefﬁ01ents pmn have propertles
(1) pmm pm_m are real; (i) p, =pl =p' . (i) ph,
—[p2 ol” (7 means complex conjugate). Therefore for each
=2, there are six independent real elements: phy, Py Ph_o»
P, Re[pho], and Im[ph]. For =0, 1, only ph, and p})_, are
nonzero. These numerical coefficients can be calculated us-
ing the Mie theory for a spherical particle. We have pf)o
=(j+a)/2, plo=(c—a)/2, phy=(ah+a})/2, ph ,=(d
—a)/2, Re[phyl=p, Im[p),]=pB5, where the coefficients
a11,2,3,4 and S| , are formulated in Egs. (4.81)—(4.86) in Ref.
[37].

C. Photon angular distribution F(s,s,?)

When we make a spherical harmonics expansion of Eq.
(1), the difficulty is that the term cs-V I(r,s,t) couples
equations of different harmonics. We first study the photon
distribution in the angular space in CP initially incident along
So»

F(s,sy,1) = J I(r,s,?)dr, (6)

where integration is over the whole space. Evaluation of the
integral in Eq. (6) over Eq. (1) leads to

IF(s,80,0)/0t + u,F(s,80,1)

+,uS[F(s,sO,t)—fP(s,s’)F(s’,so,t)ds’}
=198 —s0)8(t - 0). (7)

The gradient term disappears in Eq. (7) because of the
Gauss-Stokes law. Hence, F(s,s,) can be exactly solved by
expanding in GSF’s. When s, is set along the z direction, the
initial polarization state is set as ng, and the initial reference
plane is set as the x-z plane, we have

ano(SsSOst) = E mno(t)Pm,, (COS 0)
1

20+1
= Sy — € WP olcos 6)
0 4
Xexp(= ingp)exp(= u,t), (8)
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where s=(0,¢), and m,n,=2,0,-0,—
The second term in Eq. (8) represents the ballistic (unscat-
tered) component of photons. Fﬁrmo(t) in Eq. (8) is the solu-

tion of the equation

dF’, (t)/dt—}‘,nf FL (1), 9)

mn VH’IO

under the initial condition

o (1=0)= 8, (20 + 1)/4r, (10)
where 11! =u[85, ,~p.,/(21+1)]. The solution an (1) has
the following form:

0= S B hewND, (D)

mno 7T

i=1,2,3,4 for [=2, and i=1,2 for [=1,2. The eigenvalues
A for =2 is given by

(1/2){(H10+H22— 10 o = 1T )

+ {(Héo - lez + Hf)—o + 1_[12—2)2

2712
116<R6[H O]) 1 } (12)
Im[IT5]

for i=1,2, and for i=3,4, the sign + before the square
brackets in Eq (12) is replaced by —. For [=0,1 two elgen-
values are N!=TI} +TI) ;. The constant coefficients [an]
can be determined using linear algebra under the initial con-
dition Eq. (10) [31].

In SP the angular distribution component of 1,
=[1,0,U,V], with the initial polarized state I**©), is ob-
tained by
F3l(s,50,1) = [T7"F(s,80, ) TIP], . (13)

The angular distribution for the parallel polarlzed compo-
nent is given by F(s,sq,?)= [F s, so,t)+F P(s,s0,0)]/2.
Similarly, we have F, = (FSP—FSP)/Z Fr= (FSP Fhi2,
and F,=(F;"=Fy)/2.

D. The cumulant expansion

The polarized photon distribution 7,,(r,s,f) in an infinite
uniform medium can be written as [31]

L,(r,s,t)= <5<r— cfts(;')dﬂ)é[s(t) —s]> , (14)
0 m

where (- - -) means the ensemble average in the angular space.
We perform a Fourier transform of the first § function, then
make a cumulant expansion, and obtain
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1 .
Im(r,s,t)=Fm(s,so,t)Wqu exp) iq-r

.
> %E g

=1 ok J1

X |:<f dlk“‘f dllnsjk(tk)"'sjl(tl)]> ] >
0 0 c

m

(15)

where T denotes time-ordered multiplication [38], and the
subscript-index ¢ denotes cumulant. The cumulants are re-
lated to the moments. For an arbitrary random variable A, we
have (A),=(A), (A?),=(A?)—(A)XA), and so on. The corre-
sponding moment can be estimated using a standard time-
dependent Green’s-function approach, which is given by

Kf d:k---f dtﬂ{sjk(tk)...sjl(n)]ﬂ
0 0 m
__ f’dtf”‘dt ...f’zdt fdsuo
Fm(s’so’t) 0 ‘ 0 ! 0 :

Xfds(k‘l)---fds“)F(s,s(k),t—tk)s](i)

XF(s®,s% .1 - fk—1)51(::11) S F(s?,sW, 1, - t1)s§:)

XF (s, 80,2, — O)I“’)} + (perm)}, (16)

m

where the abbreviation “perm” means all k!—1 terms ob-
tained by permutation of {j;}, i=1,... .k from the first term,
and F(s?,sUD r.—1, |) is the exact solution given by Eq. (8)
in Sec. I C. If we cut off the summation in Eq. (15) at k
=2, the integration leads to a Gaussian spatial distribution
characterized by the first and second cumulants.

1. First cumulant (center of the spatial distribution)

In CP it is convenient to set s in a spherical harmonic
basis,

s=[51,50,5_11=[—27"%sin 6e*'%,cos 6, + 27"? sin fe~'?],

(17)
which is related to Cartesian component basis a=x,y,z by
sa:EUajsj,jzl,O,—l with

-1 0 1
u=2""i 0 i]. (18)
0 21/2 0

Using the recurrence relation and the orthogonality relation
of GSF, the unnormalized first moment in CP, when s, is
along the z direction, is obtained;
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1
(Rj>mno=cf dt’st'E an(s,s’,t—t’)s‘;ano(s’,so,t’)
0 n

O 2(0-h)+1
=c> {Pin (€S e DNty > > (=t
p Mo PR 4
XDy (D=, 1,01 =, 1, mg,= flLng =)
2+1 :
= 500mn,—y 1€ Po(cos 0)6"”0"’}, (19)

with y.,=Fi, yo=1, {l;,l,,m,,my|L,M) is Clebsch-Gordan
coefficients in angular momentum theory [36], presented in
the Appendix, and

exp(— )\l,-_ht) —exp(— Aﬁt))
N
Ni— )\j

X eXp(— ,(Lat) > (20)

Lh _ [ I-h
Dm,n,no(t) - E [an]i[BnnO j(
LJ

where i,j=1,2,3,4 for [=2, and i,j=1,2 for [=1,2.

In SP the component of the unnormalized first moment of
1,,=[1,0,U,V], with the initial polarized state I*©), and «
=X,Yy,Z, is obtained by

RSP = U, [T UR)TIPO], . 1)
J

The center of photon distribution for the linearly polarized
components is obtained by

(R (R ]

s 22
2F ,(s,8¢.1) 22)

R} J(s,1) =

where the + sign holds for the p=Il component, and the —
sign holds for the p=_1 component. The center of photon
distribution for the circularly polarized components is ob-
tained by

[(R.);" = (RY']

RS (s,t) =
al®7) 2F.(8,80,1)

; (23)

where the + sign holds for the c=R component, and the —
sign holds for the c=L component.

2. Second cumulant (width of the spatial distribution)

Similarly, we can obtain the expression for the unnormal-
ized second moment in CP,
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(R, R Yy, = E{ Prynymi (€08 00Ty, 3, B P DD

XElh2h1 ()<l—

mnnno

I’lz, 1,}’12,0

X(I=hy = hy,1,n0,= jy|l = hysng = 1) = 8,00

with

lh h I—h I=hy—h
Ey2h (0= E [Bm,,2] (BB 2] expl— o)

( exp(— )\;_hz_hlt) —exp(- )\ft)
()\§_h2 - )\Jl(._hz_hl)()\ﬁ _ )\}—hz—hl)
exp(— )\i-_hzt) —exp(— )\ft) )
(Aj_hz - )\Jlf_hz_hl)()\f - )\j-_hz)

(25)

where i,j,f=1,2,3,4 for [=2, and i,j,f=1,2 for I=1,2.

In SP the component of the unnormalized second moment
of 1,=[1,Q,U,V], with the initial polarized state I*©, is
obtained by

SP
<R RB> E 2 (Ualeﬁjz + Uaszﬂjl)

1 2

X[T"(R; R; )TI*"7],. (26)

The square of the width of the photon distribution for the
linearly polarized component is determined by

[<RaRB>fP
2F(s,s0,1)

+(R,R 1
a™pro — pC C
= SRR p (27)

Dp,aﬁ(sst) =

where the + sign holds for the p=Il component, and the —
sign holds for the p=_1 component. The square of the width
of photon distribution for the circularly polarized compo-
nents is obtained by

[(R R
2F.(8,80,1)

+(RRVT 1 .
A - JRCRC g (28)

c aﬁ’(s

where the + sign holds for the c=R component, and the —
sign holds for the c=L component.

F. Gaussian distribution of the polarized light

Polarized photon intensity I,(r,s,?), v=I, L ,R,L, is ex-
pressed by an approximate Gaussian distribution,

FV( 290> t) 1 1 -

X(ra_R(l;,a)(rﬁ_Ri,ﬁ) . (29)

Lyl = hy, Ling = j1,— joll,
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2(1—h2 h)+1

ny ny ohy hy

—joXl=hy=hy,1,n,,0

l—hz,n1>

20417

7,0 m,n04—5€_”f’P olcos Oe ”’04’}, (24)

The ballistic component has been subtracted in the ex-
pressions for the angular distribution Eq. (8), for the first
cumulant Eq. (19), and for the second cumulant, Eq. (24).
This subtraction ensures that the summation over / converges
even at very early times, as discussed in Sec. IIT of Ref. [30].

In the case of the transmission of light, the formalism
produces the correct first and second cumulants, but the
Gaussian-shaped distribution obtained for early times vio-
lates causality, as manifested by the photons at the front edge
of the distribution traveling faster than the speed of light in
free space. We have introduced an approach to reshape the
distribution in Ref. [30], which maintains the correct center
position and width of spread of the distribution, and satisfies
the causality condition. This technique can be extended to
include polarization, combining the formula for the calcula-
tion of cumulants of polarized components, in the study of
transmission of linear and circular polarized light.

III. RESULT

A. Theoretical result

We now use the formalism developed in Sec. II to study
backscattering of circularly polarized light in a scattering
medium. A right circularly polarized beam of light with ini-
tial Stokes parameters /=[1,0,0,1] and wavelength A
=610 nm is assumed to be injected into an infinite medium
comprised of polystyrene spheres (with refractive index m
=1.59) suspended in water (with refractive index my=1.33).
The absorption coefficient of light in the medium is assumed
to be zero. The light is incident along the z axis from the
origin (x,y,z)=(0,0,0). The backscattered light is received
by a detector located at (x;,0,0). Figure 1 shows the com-
puted time-resolved profiles of circularly polarized backscat-
tered light as a function of time 7 (in a unit of /,./c), collected
at direction #=180° and position x,;=0.5/,,, where [,, is the
transport mean free path, for polystyrene spheres of diameter
(a) d=0.10 um, (b) d=0.213 um, (c) d=0.855 um, and (d)
d=8.0 um. A remarkable feature is that the backscattered
signal is dominated by the left circular polarized (LCP) light
if the size of scatterers is small compared to the wavelength
of light, as shown in Figs. 1(a) and 1(b), but it is dominated
by the right circular polarized (RCP) light if the size of scat-
terers is large, as displayed in Figs. 1(c) and 1(d). Figure 2
shows how the peak intensity of RCP light and LCP light
vary with the size of scatterers.
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FIG. 1. (Color online) Time-resolved profiles of RCP (solid
curve) and LCP (dotted curve) backscattered light intensity as func-
tions of time 7 (in the unit of /,./c), received at angle #=180° and
detector position x,;=0.5/,,, where /,, is the transport mean free path,
for different diameters of scatterers: (a) d=0.10 um, (b) d
=0.213 um, (c) d=0.855 um, and (d) d=8.0 um. The initial
Stokes parameters I=[1,0,0,1] represent a RCP light beam inci-
dent along the z direction, and the wavelength A=610 nm.

We explain this phenomenon by considering the effect of
Mie single scattering together with the effect of multiple
scattering. The Mie formula indicates that when m/m
=1.19, for small particles the Stokes V component is nega-
tive for € larger than 90°, which means that the helicity of
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FIG. 2. (Color online) The peak intensity of the time-resolved
profile of RCP and LCP backscattered light as functions of d/\, at
angle §=180° and detector position x,=0.5/,,.. The incident beam is
RCP.

light singly backscattered from a small particle will flip. As
the particle size increases, the helicity of the near-backward
scattered light computed using Mie formula becomes oscil-
lating, and the region of negative V squeezes to a range near
6=180°. For near-forward scattering, the value of V is posi-
tive, hence, the helicity does not flip. For large particles the
anisotropy factor g is large, and the probability of near-
forward scattering is high. For large particles compared to A,
backscattering results from the accumulated effect of many
small-angle (near-forward) scattering events, each of which
changes the direction only slightly. These small-angle scat-
tering events do not change the helicity of circularly polar-
ized light. Hence, the backscattered light is dominated by the
component that maintains the original helicity. When par-
ticles are small, however, the events with large-angle scatter-
ing play a more important role. The backscattered light is
dominated by the component with the flipped helicity.

In view of the above explanation, it is expected that cir-
cularly polarized light with reversed helicity dominates only
when the detector is located close to the source. When the
distance between the source and the detector becomes large,
more backscattered photons come from the accumulation of
many small-angle scattering events, and those retain the
original helicity. Figure 3 shows the computed time-resolved
profiles at different source-detector distances: (a) x;,=0.11,,
(b) x,=0.21,, (c) x;=1.0l, for a fixed-particle diameter, d
=0.7 um, and detection angle 6=180°. We see that the
dominant component changes from LCP to RCP as the
source-detector distance increases. Figure 4 shows the back-
scattered time profiles for different detection angles: (a)
cos 6=—1, (b) cos H=-0.9, (c) cos H=-0.8, for particle diam-
eter d=0.855 pum and the source-detector distance x,=1.0/,,.
While total intensity increases with a decrease of angle 6, the
RCP component remains dominant, which indicates that the
helicity of backscattered light is not sensitive to the angle.
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FIG. 3. (Color online) Time-resolved profiles of RCP (solid
curve) and LCP (dotted curve) backscattered light as functions of
time ¢, at different source-detector distances: (a) x;=0.11,,, (b) x,
=0.21,,, (¢) x,=1.0l,,, for particle diameter d=0.7 um, the detection
angle 6=180°, and the wavelength A=610 nm. The incident beam
is RCP.

B. Comparison with experiments

We compare the above theoretical result with that of our
experiments [23]. The setup for the time-resolved back-
scattering experiment is schematically shown in Fig. 5. The
sample comprises polystyrene spheres suspended in deion-
ized water in a 6X6X 10 cm® glass cell. Ultrashort light
pulses of 100 fs duration are generated at a repetition rate of
82 MHZ with wavelength A=610 mn by a colliding pulse
mode-locked dye laser. A quarter-wave plate is used to obtain
RCP light. Time-resolved circularly polarized backscattered
light is monitored by a 2 ps resolution streak camera.

Figure 6 shows the time-resolved profiles of backscattered

light measured separately, with (a) small particles
d=0.213 pum (g=0.389), scattering coefficients
u/c=0.61 cm™" (1,=2.68 cm), and (b) large particles
d=8.0 um (g=0.911), scattering coefficients
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FIG. 4. (Color online) Time-resolved profiles of RCP (solid
curve) and LCP (dotted curve) backscattered light as functions of
time ¢, at different angles: (a) cos §=—1, (b) cos #=-0.9, (c) cos
=-0.8, for the particle’s diameter d=0.855 um, the detector posi-
tion x;=1.0/,,, and the wavelength A=610 nm. The incident beam is
RCP.

w/c=0.61 cm™ (I,,=18.42 cm). The detected backscattered
light is dominated by the LCP (dotted curve) for small par-
ticles in case (a), but it is dominated by the RCP (solid curve)
for large particles in case (b), even though the average x,/1,,
for case (b) is much smaller than that for case (a). Figure 7
shows a comparison of normalized circularly polarized inten-
sity of theoretical and experimental results for the case of
d=8.0 um (d/\=13.11). Considering the differences be-
tween the theoretical parameters and the experimental setup
(not an infinite medium, uncertainty in source-detector dis-
tance) theoretical predictions are in reasonable agreement
with the experimental result.
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FIG. 5. Schematic diagram of the experimental setup for the

time-resolved polarized backscattering measurement (BS=beam
splitter, L=lens, M =mirror).

IV. DISCUSSION

A detailed theoretical formalism for the calculation of the
distribution of polarized light intensity scattered from an in-
finite uniform turbid medium has been presented. The for-
malism is based on an analytical cumulant solution of the
vector radiative transfer equation for an arbitrary phase ma-
trix. It is then specialized for a phase matrix obtained from
the Mie theory since many practical applications deal with
Mie-scattering cases. The scattered polarized photon distri-
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FIG. 6. The experimental time-resolved profiles of RCP (solid
curve) and LCP (dotted curve) backscattered light as functions of
time 7 for (a) small particles d=0.213 um (g=0.389), the scattering
coefficients u,/c=0.61 cm™' (1,,=2.68 cm), (b) large particles d
=8.0 um (g=0.911), u,/c=0.61 cm™! (I,,=18.42 cm). The incident
beam is RCP.
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FIG. 7. (Color online) Comparison of theoretical and experi-
mental results of normalized circular polarized light intensity for
the medium with a particle diameter d=8.0 um and wavelength \
=610 nm. The incident beam is RCP.

bution depends on the size of the scatterers, the distance
between the light source and the detector, as well as, on the
detection angle.

The advantage of the analytical cumulant solution is that
it enables the fast and accurate calculation of the temporal
profile of scattered polarized photon distribution. The use of
Stoke’s representation allows the investigation of light of any
polarization state, including linear polarization and circular
polarization, which are commonly used in practical applica-
tions. We have used a collimated ultrashort input pulse in our
formalism, which represents the experimental conditions us-
ing picosecond and femtosecond lasers more closely than the
plane wave cases used by earlier works [1-6,8,9]. In our
formalism, the linear polarization case is handled by setting
the initial Stokes vector as [1, 1, 0, 0]. Our initial results for
linear polarization are in good agreement with earlier results
[4,5].

In this paper, the focus has been on the calculation of
circularly polarized light intensity in the backscattering ge-
ometry. The formalism enables the calculation of the inten-
sity distribution of multiple backscattered light components
that are copolarized and cross polarized with the incident
beam for different angles of detection and for different
source-detector positions. It is applicable for the analysis of
three-dimensional spatially resolved measurements of char-
acteristics of scattering media, such as satellite-based lidar
measurements of clouds and aerosols. The approaches using
a plane-wave incident beam calculate the backscattered pho-
ton flux at the plane of incidence (z=0 plane), and simplify
the three-dimensional probing problem as a one-dimensional
problem [2-6,8,9]. The approaches using Monte Carlo simu-
lation can also handle three-dimensional spatially resolved
measurements, but require a long computation time
[7,39,40].

Once the copolarized and cross-polarized scattered inten-
sity distributions are calculated, parameters, such as the de-
gree of polarization and image contrast can be readily calcu-
lated to take advantage of the polarization memory effect
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[25]. One of the results of this work elucidates the depen-
dence of the relative intensities of the backscattered copolar-
ized and cross-polarized light on the size of the scatterers in
the turbid medium. We find that when the incident light is
right circularly polarized, the backscattered signal is domi-
nated by LCP light if the size of scatterers is smaller than the
wavelength of light, but it is dominated by RCP light if the
scatterer size is larger than the wavelength of light. The con-
clusion is in good agreement with our experimental results
[23]. The dependence of the helicity of circularly polarized
backscattered light on the scatterer size, and the polarization
memory effect have been investigated by other authors
[6,9,25-27,41]. Mackintosh er al. [25] experimentally dem-
onstrated the polarization memory effect for spherical par-
ticles suspended and undergoing Brownian motion in a liquid
by fitting a simple diffusion-based model to account for tem-
poral correlations of the intensity fluctuations for different
polarization channels. The theoretical estimation of back-
scattering of the circular polarized light using the numerical
solution of the VRTE has been performed by Kim and
Moscoso [6], as well as Sakami and Dogariu [9], which has
been mentioned earlier in the Introduction. Phillips et al. [41]
used an electric-field Monte Carlo method to study the back-
scattering of circularly polarized beams normally incident on
a half space of scattering particles and found that the back-
scattered light of the same helicity formed a ring centered on
the point of incidence. A Monte Carlo approach has been
used by other researchers as well [7,39,40]. Xu and Alfano
[27] used a random-walk approach to analytically estimate
the characteristic depolarization length, which is obtained as
an average over the entire detection solid angle. All these
approaches converge on the general result that the circularly
polarized light of the same helicity dominates backscattering
when the scatterer size is larger than the light wavelength, as
does the formalism presented in this paper and experimental
results [23]. The salient feature of this work is that it pro-
vides an analytical approach for the calculation of polarized
scattered light intensity, an experimentally measurable quan-
tity, as a function of time, detection angle, and source-
detector separation.

The dependence of the polarized backscattered light on
the size of the scatterers in the medium has many potential
applications, including biomedical imaging [13-15], flow cy-
tometry [18,19], investigation of biological cell differentia-
tion [17,18], subsurface imaging of cracks and corrosion be-
low paint layers [42,43], lidar-based remote sensing of
investigation of cloud and aerosol distribution in atmosphere
[20,21], and the imaging of targets in turbid water [22].

Biomedical and biophysical applications represent an in-
creasingly important area of application of polarized light
scattering. As early as 1976, polarized light scattering was
identified as a “new biophysical tool” [6]. The scatterers in
biological materials include cells, cell nuclei, mitochondria
that are in the Mie scattering domain (typical size varies
from 5-20 wm as compared to the wavelength of light in the
visible to NIR of 0.5-1.5 wm). Polarization effects in scat-
tered light have been used to study bacterial suspensions in
water [16,19], distinguish between a number of leukocyte
types in flow cytometry [44,18], cell differentiation [17], and
polynucleosome superstructures [45]. It has recently been
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shown experimentally that backscattered light may be ana-
lyzed to obtain information about the size distribution of the
cell nuclei [15,46], which in turn could be useful for cancer
detection as the cell nucleus size, shape, and distribution
changes with cancer progression. In biomedical imaging ap-
plications polarization effects in scattering have been shown
to be useful in examining skin [47], and subsurface struc-
tures in the prostate and other tissues [48].

Another important area of application of polarized light
scattering is the remote sensing of the atmosphere and earth.
Radar technology, the workhorse for remote sensing of the
earth and the atmosphere, makes use of radio waves and its
depolarization to obtain information about remote targets and
ground flora [49]. While single-scattering approximation of
radio waves is reasonable for radar applications [ 1], for prob-
ing of dense cloud, fog, and aerosols in the atmosphere, mul-
tiple scattering of light needs to be considered, which the
formalism developed in this article does. Different scatterers
in the atmosphere have varied size distributions [1,50], such
as cloud and fog droplets (radii generally <100 wm, mean
radii typically 2.5-5 wm), aerosols (typically <1 wm), and
hydrometeors (typically 1 wm or higher). Lidar-based inves-
tigation of cloud, aerosols, and other atmospheric scatterers
employ visible and near-infrared light (typically 532 nm and
1064 nm) [20,51]. Scatterer size to wavelength ratio the dic-
tates the use of Mie theory for the study of light scattering by
clouds and aerosols. In the CALIPSO (Cloud-Aerosol Lidar
and Infrared Pathfinder Satellite Observations) mission of
NASA [51] one of the tasks involves probing with linearly
polarized 532 nm and 1064 nm nanosecond duration pulses
and the analysis of the temporal profiles of backscattered
light for assessing the vertical distribution of clouds and
aerosols in the atmosphere. Pal and Carswell [21] have ob-
served spatial variations in the polarization properties of
multiple-scattered light backscattered from clouds. Clearly
these types of experimental data and those obtained by ex-
tending measurements to even shorter pulses and circularly
polarized beams are fertile grounds for the application of the
formalism presented in this paper.
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APPENDIX: CLEBSCH-GORDAN COEFFICIENTS
AND d-FUNCTION

For the convenience of the reader, we list the formula of
angular momentum we used in this paper.

The following formula for Clebsch-Goldan coefficients
(I-h,1,m,—j|l,m—j) are useful for our calculation,
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r'(z—m)(z—n~l+1)'“2 {(l+m)(l—m+1)]”2 CG+m) U +m+1) ]2 )
L 2i-1) | 2U(1+ 1) | (21+2)(21+3) |
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L 2121-1) B 20(1+1) | (21+2)(21+3) | J

where the row index (from above) j=1,0,-1 and the column
index (from left) h=1,0,-1.

For obtaining @’ (x), the following recurrence relation is
used:

1
(- DI =m») (P = n*)]"
X {21 = 1D)[I(I = 1)x = mn]d" ! (x)
= KL= 1) =m?][(1 - 1)* = T} "2d, (%)},
(31)
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nl|), with
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for 1> max(|m

>
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1 { [2 max(|m

Smax(l )

n))]! ]”2

(|m = n|)!(Jm +n)!

x(1 - x)\m—n\/Z(l + x)\m+n|/2’ (32)

and d’, (x)=0 for [ <max(|m

dSy(x)=1, dy(x)=x, and

n|). For m=0, n=0 we have

b}

ldhy(x) = (21 = Dxdby' (x) = (1= Ddh(x).  (33)
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ABSTRACT

The absorption coefficient, the scattering coefficient and the anisotropy factor of a highly scattering medium are determined
using the diffuse reflectance of an obliquely incident beam of circularly polarized light. This approach determines both the
anisotropy factor and the cutoff size parameter for the fractal continuous scattering medium such as biological tissue and
tissue phantoms from depol arization of the backscattered light.

Keywords: absorption, scattering, anisotropy factor, backscattering, depolarization, circular polarization, tissue, turbid
medium

1. INTRODUCTION

The estimation of the optical properties (absorption coefficient i, and scattering coefficient .5) and the anisotropy factor
(g) of aturbid medium is an important problem in atmospheric, biomedical and hydrologic optics. Light diffusesin a
highly scattering medium, whose behavior essentially depends on the reduced scattering coefficient i, = us(1 — g). The
diffusion of light remains almost the sasmewhen varying . ; and g yet keeping ./, unchanged. Thisexplainswhy 1, and ./,
instead of ., 1s and g, are commonly used in optical imaging. Light absorption and scattering coefficients depend on the
optical properties of constituent particles and their concentration. The g-factor measures how much forward peaked is the

angular distribution of light when it is scattered once by a particle in the medium, and is independent of the concentration

of the scatterers. The value of the g-factor correlates strongly with the size of the scatterer. Determination of the g-factor

then provides a direct probe of the size of scatterer, which constitutes one useful fingerprint in discriminating normal and

diseased tissues.! 2

One way to estimate the g-factor is to use an iterative method that consists of repeatedly solving the corresponding
direct radiative transfer problem by, for example, Monte Carlo simulations, with updated optical properties until the irra-
diance matches the measured values.® Explicit analytical equations have also been developed (analytic inverse radiative
transfer method) for determining the optical propertiesin the simplest problems. 4 In both approaches, the type of the phase
function of light scattering by the medium is usually assumed known and the Henyey-Greenstein phase function ® has been
commonly used.

In this paper, we report on a scheme of detecting light absorption coefficient, scattering coefficient and the g-factor
simultaneously from measurement of the circularly polarized backscattered light at different positions along a line. Light
is obliquely incident on the surface of the medium with an incidence angle ~ 70 degree. Both co-polarized and cross-
polarized backscattered light are measured. The difference of the backscattered co-polarized and cross-polarized light
intensities is used to find the g-factor of the medium. Experimental demonstrations of this approach to obtain the three
parameters (absorption coefficient, scattering coefficient and the g-factor) of tissue phantoms are presented.

Optical Interactions with Tissue and Cells XVIlI, edited by Steven L. Jacques, William P. Roach,
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Figure 1. Theratio of the uncoiling length over the transport mean free path I, /I; and the anisotropy factor g of soft tissue of afractal
dimension 4.5 and of varying cutoff size parameter X = 27 nilmax /.

2. THEORETICAL FORMALISM AND EXPERIMENTAL METHOD

Light propagation in a turbid medium can be described by radiative transfer theory. Diffusion approximation to radiative
transfer theory isavalid model for light propagation if the medium is highly scattering and optically thick. For a polarized
incident beam, light propagation in the medium accompaniesits depolarization. The characteristic lengths governing light
depolarization in turbid media have been obtained earlier.® 7 The depolarization of circularly polarized light is found to
be determined by the uncoiling length [ .., the distance over which the degree of circular polarization of the beam drops by
1/e. The uncoiling length for aturbid medium is given by ”

1
= -1 -
o= i /I 5 (1)
where X, = max(Ag, Ar), Ag = o [T R[Sy So]dp, Ay = & [1 R[S So] pdps, v = L [, (1S + [S2*)d, 4 =
cos 6, and S 2(0) isthe amplitude scattering function with ¢ the scattering angle.®

Light scattering by biological tissue and cells can be described by the fractal continuous random medium model. 2
In this model, tissue light scattering is determined by two morphological parameters: the fractal dimension D ; and the
cutoff correlation length [ ,,.x. The parameter D ; reveals the weight of small vs large scattering centers in the sample and
I imax Measures the maximum size of scattering centers. Light depolarization characteristic lengths, including the uncoiling
length (.., in biological tissue and tissue phantoms have been investigated. ° Fig. (1) displaystheratio/,. /I, and the g-factor
versus the cutoff size parameter X = 27nimax/A for afracta continuous random medium with D ; = 4.5 wheren is
the refractive index of the medium and ) is the wavelength of the incident beam in vacuum. This figure suggests that the
anisotropy factor ¢ (and I max) can be determined if the fractal dimension D ; and the uncoiling length [, can be found in
addition to the transport mean free path .
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Figure 2. Schematic diagram of the experimental setup. M stands for mirror, L lens, and f is the focal length of the CCD camera.
The )\ /4 wave plates and polarizers are used to generate a circularly polarized beam and to detect co- or cross-polarized light at the
wavelength of 800nm.

Our procedure for the determination of ., s and g isasfollows. First i, and i/, are determined from the diffuse re-
flectance of the samplefor an obliquely incident beam at various wavelengths centering at A. Second, the fractal dimension
Dy isdetermined from z,(A\) oc A3~ P Third, the uncoiling length ., is found from the depolarized diffuse reflectance of
acircularly polarized incident beam. And finally, the anisotropy factor g is obtained by the ratio of [ . /I; (see Fig. 1). The
first two steps can be combined to retrieve 1., 1/, and D simultaneously from fitting to the diffuse reflectance data at all
wavel engths together assuming the power law for i/ () is trictly satisfied.

For an obliquely incident pencil beam at the origin on the surface = = 0 of the sample and propagating in the direction
(sina, 0, — cos &) where « is the angle of incidence, the initial ballistic motion of the beam within the medium isin the
direction (sin 3, 0, — cos 3) where n sin 8 = sin a. The diffuse reflectance at the position (x, y, 0) on the surface is given
by10

lycos B lycos B+ 2z,
R(z,y) = t4 (1 + perpr) exp(—frofip1) + (1 + prorp2) exp(—ftefrp2), )
Y 4mpy
where e = \/3pta/lt, p1 = \/(x — Iy sin B)2 + y2 + 12 cos? 3, and py = V(x =l sin B)2 + y2 + (22 + Iy cos B)2.

The parameter z. is the extrapol ation length, dependent on the refractive index mismatch at the interface. '* Eq. (2) is used
to fit the measured diffuse reflectance along aline in the = direction on the surface to obtain i, and I;.

For an incident circularly polarized beam, light depolarization presents one extra channel that light leaves the co-
polarized state to the cross-pol arized state. Denote the co-polarized and cross-polarized backscattered light intensity for an
incident circularly polarized light as I 1, respectively. The depolarized diffuse reflectanceis proportional to A7 = 1, — I
and can be modelled by the same expression (2) with the only modification of 1, — !, = pa + 15 *. The same technique
hence can be used to fit for /.. in the region far away from the incidence point where the diffusion model is valid.

The experimental setup is shown in Fig. 2. The light source is a Ti:sapphire laser (Spectra-Physics Tsunami) tunable
over the 750-860nm spectral range. The laser was operated in CW mode by turning off the acousto-optic modulator and
had a spectral FWHM (full width at half maximum) bandwidth less than 1nm. The beam passes through a converging lens
(focal length 40cm) and focused on the surface of the sample after elevated using a periscope mirror configuration. The
incidence angle is set to be o = 72.4°. The refractive index of the diluted Intralipid-10% suspensionisn = 1.334 and
the extrapolation length is computed to be z, = 1.69/;.'! Backscattered light in the direction normal to the surface of the
sampleisrecorded by a CCD camerafor the wavelengths from 760nm to 860nm with a step of 10nm.
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Figure 3. The wavelength dependence of the absorption and the reduced scattering coefficients of the Intralipid-10% suspension.

3. RESULT

Fig. 3 displays the wavelength dependence of 11, and u, from fitting the total diffuse reflectance where light is collected
regardless of its polarization. The absorption spectrum follows essentially that of water. The wavel ength dependence of the
reduced scattering coefficient follows i, oc A=1°. The fractal dimension of the Intralipid-10% suspension is then 4.5. It
should be noted this experimental value of D ; is abit larger than the value (D s = 4.2) obtained? from the Mie scattering
computation based on the particle size distribution of the Intralipid-10% suspension measured by Staveren et. al. 12

The depolarized diffuse reflectance is then measured at the wavelength of 800nm at which the absorption coefficient
and the transport mean free path have been found to be 1, = 0.003mm~tand I, = 1.77mm, respectively, from Fig. (3).
Fig. 4 displaysthe total backscattered light 7 = I, + I_ and the depolarized backscattered light Al = I, — I_. Nearby
the origin, the intensity of the cross-polarized light is stronger than that of the co-polarized light and AT < 0. In the far
zone (theregion far away from the origin), the intensity of the co-polarized light is stronger than that of the cross-polarized
light and AT > 0. Fitting of the depolarized diffuse reflectance «c AT along a horizontal line 37 ; away from the incidence
point inside the far zone yields the effective absorption p/, = 0.47mm~!. The uncoiling length is then 2.13mm and the
ratiol,/l; = 1.20.

From the analysis of the depolarization property of the fractal continuous medium of D ; = 4.5 (see Fig. 1), both
the g-factor and the cut-off size parameter are now obtained. We find ¢ = 0.68 at the cutoff size parameter 3.4 with
Imax = 0.32um. The values of the g-factor and the cutoff size of scatterers were reported to be 0.64 at 800nm and 0.34m
in Staveren et. al.'2 Their agreement demonstrates the effectiveness of our proposed method.

4. DISCUSSION AND CONCLUSION

For arange of values of [, /I; in Fig. 1, there may be two sets of the g-factor and the cutoff size parameter giving the same
ratio I, /1;. It does not pose any difficulty. The left branch of the [, /I; curve when the cutoff size parameter curveis less
than 2.6 correspondsto I, < I_ and its right branch correspondsto I, > I_ far away from the incidence point.” The
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Figure 4. Theintensities of backscattered light (a) the total intensity I+ 4+ 7 and (b) the depolarized intensity I+ — I_. Thecircularly
polarized light is incident on the origin and with an incident angle of 72.4°. The CCD camera measures I directly.

experiment shows that 7, > I_ in the far zone (see Fig. 4b) and the right branch of the (. /I; curve should be used in our
data analysis.

The absorption coefficient, the scattering coefficient and the anisotropy factor of a highly scattering medium are deter-
mined using the diffuse reflectance of an obliquely incident circularly polarized light. This approach obtains simply both
the anisotropy factor and the cutoff size parameter for the fractal continuous scattering medium from circular depolarization
of the backscattered light.
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